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Abstract— This paper illustrates the design and 

implementation of an e-health monitoring networked system. The 
architecture for this system is based on smart devices and 
wireless sensor networks for real time analysis of various 
parameters of patients. This system is aimed at developing a set 
of modules which can facilitate the diagnosis for the doctors 
through tele-monitoring of patients. It also facilitates continuous 
investigation of the patient for emergencies looked over by 
attendees and caregivers. A set of medical and environmental 
sensors are used to monitor the health as well as the surrounding 
of the patient. This sensor data is then relayed to the server using 
a smart device or a base station in close proximity. The doctors 
and caregivers monitor the patient in real time through the data 
received through the server. The medical history of each patient 
including medications and medical reports are stored on cloud 
for easy access and processing for logistics and prognosis of 
future complications. The architecture is so designed for 
monitoring a unitary patient privately at home as well as multiple 
patients in hospitals and public health care units. Use of 
smartphones to relay data over internet reduces the total cost of 
the system. We have also considered the privacy and security 
aspects of the system keeping the provision for selective authority 
for patients and their relatives to access the cloud storage as well 
as the possible threats to the system. We have also introduced a 
novel set of value added services through this paper which 
include Real Time Health Advice and Action (ReTiHA) and 
Parent monitoring for people with their family living abroad.   

Keywords—e-health monitoring; wireless sensor networks; 
smart devices; remote health advice. 

I.  INTRODUCTION  
Wireless Sensor Network (WSN) has paved the way for 

advancements in various aspects of sensing. These 
advancements have been possible with arrival of smart sensing 
techniques, smaller transceiver and sensing modules as well as 
stronger processing units. Applications of WSNs range from 
military applications [1] to global climate monitoring 
applications [2] and from applications in underwater networks 
[3] to applications in structural health monitoring [4] and 
beyond. An important aspect of WSN has been the design of 
health monitoring systems centering on wearable sensor 
modules for patients. With the ageing population around the 
world, research into health monitoring application has gained 
prominence over the recent years. Authors of [5] mention use 

of microprocessor based applications to compute the data from 
sensors to analyze a patient. This data was transmitted over 
telephonic networks like the facsimile systems. Since the 
computational power of the devices was weak, the 
applications were limited to measuring simple parameters. 
With further research and stronger processors and 
communications systems multiple parameters could be 
monitored at once and data could be relayed over the internet 
[6]. It has also provided an increased sense of security to 
patients suffering from certain diseases. 

Our paper is aimed at developing an architecture based on 
smart devices and wireless sensor networks to monitor health 
of patients in various scenarios. The patients are monitored 
using a portable and mobile device which accumulates and 
processes data from an array of wearable sensors. This data is 
furthermore correlated to data from sensors embedded in the 
surrounding environment. The accuracy of the data received 
and responsiveness to an impending emergency increases with 
the use of higher quantity of sensors or with sensors 
possessing stronger sensing and processing capabilities. Hence 
the total number of parameters to be monitored has to be 
designed keeping mind the balance with cost, complexity and 
the reliability of the system. 

The proposed e-health monitoring is highly suitable for the 
following four scenarios. Firstly patients with unstable 
physiologic regulatory systems for e.g. a patient suffering 
from respiratory congestion as a result of drug overdose or 
anesthesia. The second situation for patients is those with a 
suspected life threatening situation, e.g. diagnosis predicting 
possibility of a heart attack. Thirdly are patients with a high 
risk of developing a life threatening condition (e.g. a baby 
born with an abnormality in the heart or lungs). The fourth 
type of patients requiring monitoring is those with a critical 
physiological state, for e.g. patients with a major trauma or 
recovering post accident. Our system is also designed for the 
elderly people who require regular monitoring [7] for multiple 
instances of the above mentioned cases. This system is aimed 
at facilitating accelerated diagnosis of diseases and also 
increased efficiency and accuracy in the process. It is also 
designed to instill a sense of security in the patient at all times 
by providing instantaneous attention for emergencies. In our 
architecture for the system, the smart device plays a major role 
in processing as well as relaying of data acting as a gateway 



hence reducing costs in the process. We have developed this 
architecture keeping in mind the prospect of this being used in 
rural parts of India, where health care units and hospitals are 
not as well equipped as their urban counterparts. In these 
regions, this system with mobile sensors and smart devices 
can be implemented for prognosis of patients. 

The rest of the paper is organized as follows. The 
underlying framework and architecture of the system for 
monitoring of patients is mentioned in Section II. Section III 
illustrates in detail the design of this system. The privacy and 
security issues regarding this system are taken into 
consideration in Section IV along with countermeasures to 
these issues. Section V and VI illustrates a use case and state-
of-the-art respectively. We have discussed the prospects of 
this system and its applications in the concluding section. 

II. E-HEALTH MONITORING ARCHITECTURE 
 The architecture consists of three major layers which act 

as the backbone for our system. We have broadly categorized 
the architecture of our system into three layers based on the 
functionality of the components being used. Fig. 1 illustrates 
the three layers used in our architecture. 

 

Fig. 1. Illustration of the e-Health Monitoring Architecture 

A. Perception Layer 
The first layer at the bottom of the hierarchy consists of 

various types of sensors which collect real time data. These 
wearable sensors are embedded in and around the environment 
surrounding the patient and in his/her body as well. They can 
be broadly classified into two types, viz. medical sensors and 
environmental sensors. The medical sensors monitor vital 
parameters of the patient whereas the environmental sensors 

monitor parameters of the room including room temperature, 
oxygen levels and beyond. The data accumulated by the 
sensors are relayed to a processing device which attaches 
several data like unit, timestamp etc. and thereby creating 
metadata. With that, one unique id is attached to each unit data 
in order to distinguish which report is for which patient. The 
data is sent to the next layer in the hierarchy through Gateway 
1. The data is transmitted in the form of Sensor Markup 
Language (SenML) [8]. A sample representation of a value 
recorded by the sensor in SenML is given by,  
{"e":[{"n":"body","v":101.3,"u":"Far", "t": 1753.36084}]}; 

where 101.3 denotes value of the sensor, “u” denotes the unit 
in Fahrenheit and “t” denotes time elapsed in seconds i.e. the 
timestamp and “n” denotes the type which in this case is a 
body temperature from the patient. The communication 
between the sensors and the gateway are conducted through 
short range communication systems including Local Area 
Network (LAN), ZigBee, Bluetooth or Power Line 
Communicator (PLC).  

B.  Middleware and APIs layer 
This layer is the pivotal layer of the system consisting of 

various APIs (Application Programming Interfaces). The 
cloud storage stores the medical history of the patient as well 
as current records of the monitored parameters. This storage 
plays a central role in the emergency response and hospital 
monitoring system to correlate the data collected from the 
sensors to the stored thresholds for the parametric values. The 
cloud storage is instrumental in analyzing an emergency and 
declaring a state of emergency for the patient. Whenever a 
patient is registered in the system one API creates the profile 
for that patient. Another API can also be developed which 
would fetch the patient history for a patient who is already 
using the system and analyze the report. These APIs support 
the profile creation, storage, queries regarding patient history 
and other reports synchronizing with the whole system. The 
data from the cloud is relayed to the Gateway 2 over UMTS, 
optical fibers or over Wi-Fi. The data is then relayed to this 
layer for outsourcing applications and services from the 
Gateway 2 or E-Health Service Capability module. 

C. E-Health Application and Service Layer 
The third layer of the system is a terminal layer offering 

outsourcing services for the monitored data. This layer offers 
E-health Advice services to the patient. This process involves 
prescribing medicines or providing suggestions to the patient 
correlating to the values of parameters that are being received 
from the sensors. Based on the pattern of data from the 
previous medical records of the patient, the e-health services 
offer advice comparing the previous trends with the current 
trend of sensor data. The emergency response system plays the 
role of informing the doctors and the caregivers in accordance 
with the level of emergency. Depending on the level of 
emergency the response team takes required action. The 
hospital module monitors the patient remotely from the 
location of the patient, if the monitored patient is at home or a 
remote location. This module also allows analysis of all 
patients under monitoring centrally in the hospital or health 
care centre. 



The mode of communication between layer 2 and layer 3 
is duplex in nature since the data for this service is received 
from the cloud storage and the targeted response for the 
patient is relayed back to the layer 2 for storage and 
dissemination. 

III. FUNCTIONAL COMPONENTS OF THE ARCHITECTURE 
In this section we have discussed about the functionality of 

the system with emphasis on the operation of sensors, the 
types of parameters monitored, process of accumulation and 
dissemination of data. We have also taken into consideration 
the various services that are offered through this monitoring 
system in this section.  

A. Sensors and Processing Units  
The monitoring system is based on primarily two kinds of 

sensors. These sensors are medical sensors which are attached 
with the patient to measure vital parameters and the 
environmental sensors embedded in and around the various 
parts of the room where the patient is present. These values 
considered together present the real time situation of the 
patient at all times. 

1) Medical Sensors: 
These sensors are used to analyze the health of the patient 

by measuring various bodily parameters. The sensors in the 
environment as well as on the patient should be small in size 
and as unobtrusive to the patient as possible for acquiring 
natural values of the parameters. The sensors include heart 
rate monitor, oximeter, blood pressure sensor, ECG module, 
and thermometer. 

These sensors produce raw values of data which are 
wirelessly relayed to a central transceiver unit worn by the 
patient. This transceiver unit processes the raw data and 
converts it into meaningful metadata [9]. Raw sensor data 
contains only values of the parameters measured hence has 
little value. Sensor Metadata when added to these values, viz. 
type of parameter being monitored, feature of interest, 
timestamp and unit of measurement makes these values 
meaningful. 

2) Environmental Sensors: 
These sensors monitor the surrounding of the patient and 

ensure that the patient is in healthy living conditions. These 
sensors can be embedded in particular rooms for private health 
care or in Intensive Care Units in health care centers and 
hospitals. Following describe this category of sensors. 

• Gas detection sensors are used to maintain proper 
oxygen level. 

• Temperature sensors are used to report room 
temperature. This can be used in a feedback 
mechanism to control the temperature of the room. 

• The bed is equipped with a set of piezoelectric sensor 
to detect whether the person is in the bed. The room 
can also be embedded with such piezoelectric sensors 
to detect motion. These sensors can also be 
programmed with a microcontroller to detect a fall or 
collapse of the patient. 

3) Central Transceiver Unit and Central Base Station 
The Central Transceiver Unit is a wearable module and 

can be attached to the patient. This is designed to receive the 
raw data from the wearable medical sensors through multiple 
channels tuned to multiple frequencies. Serialized 
transmission of data through one channel may cause delays or 
collisions, thus loss in data. Hence multiple channels are used 
to ensure that different sensors send their values at different 
frequencies separated by an offset value to prevent 
interference. This transceiver unit then transfers the processed 
metadata values to a central base station in the room using 
wireless communication like Zigbee or Bluetooth.  

The central base station gathers the values from the 
environmental sensors as well and then relays the data to the 
layer 2 as mentioned in the architecture in Section II. Hence, 
the Central Base Station acts as a gateway for the system 
between layer 1 and layer 2 of the architecture. The use of the 
central base station can be made cost effective and mobile if a 
smart device is used as the gateway being carried at all times 
by the patient. The metadata of sensors sent from the base 
station to the cloud storage is in the form of eXtensible 
Markup Language (XML) which facilitates sharing of SenML 
data. The smart device can be also used for local processing of 
data to analyze the health condition of the patient. The 
communications in this system is depicted in Fig. 2. 

 

Fig. 2. Communications in Layer 1 of the Architecture 

B. Services for the monitoring system 
The data acquired from the sensors are stored in a central 

database on the cloud. This data is processed in two ways, viz. 
on-board processing and on device processing [10].  

• On-board processing can be carried out on the central 
base station preferably a smart device. This allows 
immediate detection anomalies and care could be taken 
before the patient reaches healthcare institutes. 

• On-server processing uses the real time metadata 
received from the sensors to process them with respect 
to data stored in the cloud itself. This type of 
processing requires better resources in the form of 
memory, throughput and processing time and hence is 
more suitable for on server processing than On-device 
processing. 

Based on the processing and storage of data our system 
offers a set of services as follows. 

1) Hospital Services 
Each patient is monitored using the vital parameters from 

the sensors embedded on the patient as well as in the 
surroundings. The values are further monitored by attendees 
present in the health care centre premises. For any anomalies 
in the values both visual alarm and audible alarm are 



deployed. The caregivers monitor these alarms for each of the 
patients and attend the patient with required medication to 
address the situation. These services are also available to 
patients opting for private monitoring at their residences. In 
this case, a caregiver is present on the premises however the 
monitoring is done remotely at a hospital. If an alarm is 
triggered it alerts both the staff present in the hospital and the 
caregiver on premises as well. 

2) Cloud Storage Services 
In this set of services we offer a unique set of services in 

the form of cloud storage. The cloud storage is used to store 
medical histories of the patients with a particular database 
pertaining to each patient. These records can be used to 
correlate the current data received from the sensors for 
diagnosis. This pattern recognition process plays a pivotal role 
in the services mentioned subsequently. 

Cloud Storage can be used to securely store (i) medical 
reports, (ii) medical prescriptions along with particular 
medicines for which the patient has showed best recovery 
patterns and (iii) medicines to which the patient is allergic. 
The preferable method of storage for these prescriptions 
would be in the form of XML files rather than plain text. This 
would allow easier parsing of data and would hence facilitate 
the processing on the cloud.  

3) Emergency Response Services 
Unlike the response from caregivers mentioned in the 

Hospitality Services, there are cases in which immediate 
attention is required from the caregivers for situations which 
may prove to be life threatening. There may be cases in which 
the threat may be beyond the scope of the caregivers and 
require intervention from the doctors. Fig. 3 illustrates the 
block diagram for the emergency response module. 

 

Fig. 3. Block Diagram for Emergency Response Service 

The values received in real time from the sensors are sent 
to the cloud for storage as well as processing. The database for 
each patient stores abnormal values for each parameter 
considered. On-server processing is used to compare all these 
values to the thresholds in real time. The breaches in threshold 
values acquired from the initial stage of processing are then 
sent to the Emergency Type Handler. The Emergency Type 
Handler then applies predefined logic to determine whether 
the breaches are inter-related and pose a greater threat 
combined. Based on the kind of threat the Emergency Type 
Handler assigns the threat to one of three levels.  

• For Level III emergency, a message/alarm is sent with 
vital parameters and threshold breaches only to the 
caregivers. 

• For a Level II emergency, a message/alarm is sent in a 
similar manner but to both the patient’s doctors and 
caregivers. 

• For a Level I Emergency or emergency with the 
maximum threat, the system sends a call with a 
recorded message of the threat and breached 
parameters to both doctors and caregivers. 

Based on these alerts the patient is immediately attended 
by the doctors or the caregivers in an attempt to bring the 
patient back to a normal state with required treatment and 
medications. 

4) Real Time Health Advice and Action (ReTiHA) 
This service is designed to operate when the Emergency 

Response System fails to arrive or the patient is unattended 
even though a level I emergency is disseminated. If the 
monitoring system in the On-Server processing determines 
further deterioration of the patient as a result of further 
breaches in thresholds, this service is triggered.  

In this service the On-Server program executes a pattern 
recognition program to determine whether such an emergency 
has been reported earlier in the records. If such a pattern is 
found matching the current pattern of parameters, the on-
Server program checks with the prescribed history as to which 
medicine was applied to cure the patient in such a situation. If 
such a suitable medication is found, the On-server program 
suggests the medication to the patient through the central 
reporting system. The medication can then be applied by a 
relative present in the bedside or by the care giver. This is 
particularly useful and applicable to patients with a chronic 
disease requiring similar yet vital medications on emergency 
and for patients on private monitoring where emergency 
response might be delayed. 

5) Parent Monitoring Services: 
With the ageing population worldwide and opportunities to 

work abroad, it is a common situation in which the parents 
stay away from their working off-springs. In cases of sudden 
health disorders and medical emergencies the off-springs are 
often deprived of the information regarding the emergency 
due to a delay in communication. To bridge this gap between 
working professionals and their parents we have designed this 
service. 

This is designed as a value-added service in which the off-
springs receive continuous updates of the vital parameters of 
their parents and are updated on the emergencies through 
alerts similar to that of a caregiver. To implement this service 
we can send these updates through a smart phone application. 
This smart device application will be equipped with an API 
which can received updates from Layer 2 of the architecture. 
For e.g. the date and time for the next appointment with the 
doctor or change in prescribed medicines can be relayed 
through this application. The location of the parent can be also 
monitored by using a wearable GPS device or by localizing 
the parent using beacon nodes [11].  



IV. SECURITY AND PRIVACY 
In this section we have discussed about the various 

security threats to this e-health monitoring system. As the 
system is concerned with the condition of human health and 
prescriptions are made online by the doctor, we need to 
consider rigid security measures. 

This is required in order to secure the patient’s health and 
to assure whether the patient is receiving proper medical 
guidance. If the patient’s profile is compromised or a 
prescription is uploaded by any unauthorized person other 
than the doctor, this can have a deleterious effect on the 
patient. Hence the following aspects of end-to-end security are 
to be considered to ensure that there are no loopholes in the 
security of the system. 

A. Confidentiality 
It is a necessity to keep the health record of the patient 

confidential such that the privacy of the patient is ensured. 
While the health record is sent and received between the 
doctor and the patient, no other person can be allowed to 
eavesdrop on this exchange in an unauthorized manner. In our 
architecture, we have kept a provision for some trusted people 
(family members) to access the patient profile. The system 
allows these trusted people to access the database with a 
private key shared and approved by the patient. The data can 
be processed using 8-bit or 16-bit microprocessor, after which 
RSA-256 is used to secure all data. The timestamp ensure the 
freshness of the data. These data are sent to the cloud from 
devices through HTTPS connection to obviate any kind of 
security threats regarding confidentiality. 

B. Integrity 
Integrity assures accuracy of data throughout the process. 

The data should never be made available to an unauthorized 
person as he/she may tamper the data, leaving the patient 
vulnerable to wrong diagnosis. Secure hash algorithm (SHA-1 
or the latest version of it) is used in this system to ensure 
message integrity. The timestamp is also checked to know the 
freshness of the data. If the data is not fresh it has to be 
discarded as the condition of health of a patient may change 
within a second.  

C. Authenticity 
The identity of both the doctor and patient requires 

validation in order to ensure authenticity of the system. In this 
case digital signatures can be used as a symbol of validation 
through which we can assure that the person is real and is truly 
who he/she is claiming to be. Digital Signature is one of the 
most trusted processes of ensuring authenticity in this case. 

D. Non Repudiation 
Often we come across some incidents of medical 

negligence in hospitals and clinics. Non Repudiation is one of 
those principles of the security system which ensures integrity 
and authenticity of data. If a message is sent, the sender cannot 
deny that he/she has sent the data. Similarly the receiver 
cannot deny the fact that the data has been received. In our 
system non repudiation is necessary to ensure that the doctor 

himself/herself is receiving the medical data and not getting it 
done by someone else. If non repudiation is assured the doctor 
should always be responsible for each of his responses through 
the system. The digital signature will ensure the doctor 
receives the data and takes action accordingly as the 
permission of writing prescription will be for the doctor only.  

V. USE CASES 
In this section, we have discussed a few of the real life 

applications of our system. There are many real life scenarios, 
where the system can prove to be efficient and useful. We 
have mentioned two of such cases and the system’s function in 
the same.  

A. Doctor Finder 
This architecture can support storage of regional databases 

from which the information about a patient can be fetched 
based on his/her location. The details about the availability of 
doctors in that area will be stored in the database. It will 
contain all details like doctor’s name, field of specialization, 
address of the clinic, timings of appointments, fee of the 
doctor and availability of appointment. The database has to be 
updated regularly, so that, whenever the patient feels unwell, 
he/she can have an appointment through the system, choosing 
preferred doctor from the suggested list of doctors by the 
system. This will help a patient to go to nearby doctors for 
emergency and minor check up instead of going to the 
hospital. 

A patient can use a smart phone application which 
connects to the database with location information and 
category of doctor needed by a patient. The system can give 
the patients the details about the available doctors in that 
particular locality.  

B. Location information for Emergency Response Team 
A smart phone can also report the location of the patient to 

the Emergency Response Team (ERT). This is helpful for 
people having trouble with their health while not being at 
home. Even when there is no one to help the patient, the 
mobile application will send every necessary piece of 
information as well as the current location of the patient to the 
ERT which is nearby to the patient according to the 
information from the database. This will trigger the ERT to 
come and take action as soon as possible. 

VI. RELATED WORK 
Health Care Systems have vastly improved over the recent 

past with the introduction of devices compatible with digital 
signal processing; better image processing techniques, 
introduction of MEMS based sensors facilitating diagnosis of 
various diseases. With the advent of better health care 
technologies research on monitoring systems have been 
extensive in the past few years. Various publications on this 
research area are based on different aspects of health 
monitoring including data collection from sensors, data 
dissemination methods and protocols, processing of sensor 
data as well as security and privacy of these systems. The 
research can also be classified according to the nature of 



application whether in a private scenario, for elderly patients 
or for monitoring in a health care centre. These proposed 
methods and their implementations have facilitated health care 
systems in multiple aspects in more ways than one. 

Existing literature [12] has mentioned monitoring systems 
based on Wireless Sensor Networks with unobtrusive sensors 
embedded on the patient who does not restrict his activities 
and body movements. The architecture used is multi-tiered 
with ad-hoc self managing sensors to reduce operational costs. 
A.Triantafyllidis et al [13] mentions use of reconfigurable and 
decentralized sensors for monitoring which will henceforth 
allow easy addition and deletion of sensors for new patients to 
the system. The authors of [14] have proposed a whole 
architecture for collection and dissemination of medical sensor 
data based on SNMP and Code Blue Agents.  Hairong Yan et 
al [15] takes into consideration the localization of the patient 
using Received Signal Strength Indicator (RSSI) with respect 
to beacon nodes whose positions are fixed and predefined. The 
use of video to monitor the patient in addition to the existing 
architecture is mentioned in literature [16]. The video is 
triggered when values of sensors breach a certain given 
threshold. Wan-Young Chung et al. [17] puts forward the idea 
of using a mobile device in the communication layer to 
receive data from the sensor networks when the threshold is 
reached. The mobile device is used to perform minor 
computations and relay the data to the management layer. An 
Android device used to analyze ECG signals from a mobile 
monitoring terminal is also mentioned in existing literature 
[18]. 

Marıa de los Angeles Cosio Leon, in her paper [19] studies 
the privacy and security issues of privacy and security in a 
WSN based monitoring system. The paper considers the 
privacy aspect of when recording from the microphone or 
capturing video is to be considered inappropriate and when it 
is necessary by defining a filter for the same. This paper also 
considers active and passive attacks to the system along with 
key management schemes to ensure safe end to end 
communications.  

VII. CONCLUSION 
Even though a lot of research has been conducted on e-

health monitoring systems, we have proposed a set of novel 
services based on the monitoring system. ReTiHA will require 
immense research and testing before implementation, however 
it paves a new path for remote health monitoring systems. We 
have also proposed other novel services in the form of Parent 
Monitoring system and the Emergency Response Services. 
The use of SenML in our system ensures organized 
transmission of sensor metadata. The medical data and history 
acquired for the patients are personal in nature. Hence our 
system ensures security of the highest order for the medical 
data on cloud storage. With further research in this aspect, our 
system can change the way we currently look at remote health 
monitoring services.  

REFERENCES 
[1] Michael Winkler, Michael Street, Klaus-Dieter Tuchs, Konrad Wrona, 

“Wireless Sensor Networks for Military Purposes” in Autonomous 

Sensor Networks Springer Series on Chemical Sensors and Biosensors 
Volume 13, 2013, pp 365-394 

[2] Pahuja Roop, Verma H.K. ,Uddin Moin, "A Wireless Sensor Network 
for Greenhouse Climate Control", Pervasive Computing, IEEE  
(Volume:12 ,  Issue: 2 ), April-June 2013, pp: 49 - 58 

[3] Ali Mansour, Isabelle Leblond, Denis Hamad, Felipe Artigas, "Sensor 
Networks for Underwater Ecosystem Monitoring & Port Surveillance 
Systems", Sensor Networks for Sustainable Development, M. Illias (Ed.) 
(2013) 1-25 

[4] M. Reyer, S. Hurlebaus, John Mander, Osman E. Ozbulut, "Design of a 
Wireless Sensor Network for Structural Health Monitoring of Bridges", 
Wireless Sensor Networks and Ecological Monitoring, Smart Sensors, 
Measurement and Instrumentation Volume 3, 2013, pp 195-216 

[5] S.J. Brown, "Modular Microprocessor Based Health Monitoring 
System", United States Patent, Patent Number 5,899,855, May 4, 1999 

[6] Jovanov E, Raskovic D, Price J, Chapman J, Moore A, Krishnamurthy 
A, "Patient monitoring using personal area networks of wireless 
intelligent sensors", Biomed Sci Instrum. 2001;37:373-8. 

[7] Hongwei Huo,Youzhi Xu, Hairong Yan, Mubeen S., "An Elderly Health 
Care System Using Wireless Sensor Networks at Home", Third 
International Conference on Sensor Technologies and Applications, 
2009. SENSORCOMM '09, 18-23 June 2009, pp:158 – 163 

[8] Jennings, Cullen, Jari Arkko, and Zach Shelby. "Media Types for Sensor 
Markup Language (SENML)." (2012). 

[9] Jean-Paul Calbimonte, Zhixian Yan, Hoyoung Jeung, Oscar Corcho, 
Karl Aberer, "Deriving Semantic Sensor Metadata from Raw 
Measurements", 5th International Workshop on Semantic Sensor 
Networks. Boston 

[10] Dolui, Koustabh, Srijani Mukherjee, and Soumya Kanti Datta. "Smart 
Device Sensing Architectures and Applications.", 17th IEEE 
International Computer Science and Engineering Conference, September 
2013 

[11] Sichitiu, Mihail L., and Vaidyanathan Ramadurai. "Localization of 
wireless sensor networks with a mobile beacon." In Mobile Ad-hoc and 
Sensor Systems, 2004 IEEE International Conference on, pp. 174-183. 
IEEE, 2004. 

[12] Virone, G., A. Wood, L. Selavo, Q. Cao, L. Fang, T. Doan, Z. He, and J. 
Stankovic. "An advanced wireless sensor network for health 
monitoring." In Transdisciplinary Conference on Distributed Diagnosis 
and Home Healthcare (D2H2), pp. 2-4. 2006. 

[13] Triantafyllidis, A., V. Koutkias, I. Chouvarda, and N. Maglaveras. "An 
open and reconfigurable wireless sensor network for pervasive health 
monitoring." In Pervasive Computing Technologies for Healthcare, 
2008. PervasiveHealth 2008. Second International Conference on, pp. 
112-115. IEEE, 2008. 

[14] Elaine Lawrence, Karla Felix Navarro, Doan Hoang, Yen Yang Lim, 
"Data Collection, Correlation and Dissemination of Medical Sensor 
Information in a WSN", Fifth International Conference on Networking 
and Services, 2009. ICNS '09, pp: 402 - 408 

[15] Hairong Yan, Youzhi Xu, Gidlund, M. "Experimental e-Health 
Applications in Wireless Sensor Networks",WRI International 
Conference on Communications and Mobile Computing, 2009. CMC 
'09, (Volume:1 ), 6-8 Jan. 2009, pp: 563 – 567  

[16] M. Fischer, Yen Yang Lim, E. Lawrence, L.K Ganguli, "ReMoteCare: 
Health Monitoring with Streaming Video", Mobile Business,7th 
International Conference on 2008. ICMB '08, 7-8 July 2008, pp: 280 - 
286 

[17] Wan-Young Chung, Seung-Chul Lee, Sing-Hui Toh, "WSN based 
mobile u-healthcare system with ECG, blood pressure measurement 
function",30th Annual International Conference of the IEEE, 
Engineering in Medicine and Biology Society, 2008. EMBS 2008,  20-
25 Aug. 2008, pp: 1533 – 1536 

[18] Pei-Cheng Hii, Wan-Young Chung, "A Comprehensive Ubiquitous 
Healthcare Solution on an Android™ Mobile Device", Sensors 2011, 11, 
6799-6815; doi:10.3390/s110706799 

[19] Marıa de los Angeles Cosio Leon, Juan Ivan Nieto Hipolito, Jesus Luna 
Garcıa, "A Security and Privacy Survey for WSN in e-Health 
Applications", Electronics, Robotics and Automotive Mechanics 
Conference CERMA '09, 22-25 Sept. 2009, pp: 125 – 130. 



<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles true
  /AutoRotatePages /None
  /Binding /Left
  /CalGrayProfile (Gray Gamma 2.2)
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (U.S. Web Coated \050SWOP\051 v2)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Error
  /CompatibilityLevel 1.7
  /CompressObjects /Off
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages true
  /CreateJobTicket false
  /DefaultRenderingIntent /Default
  /DetectBlends true
  /DetectCurves 0.0000
  /ColorConversionStrategy /LeaveColorUnchanged
  /DoThumbnails false
  /EmbedAllFonts true
  /EmbedOpenType false
  /ParseICCProfilesInComments true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 1048576
  /LockDistillerParams true
  /MaxSubsetPct 100
  /Optimize true
  /OPM 0
  /ParseDSCComments false
  /ParseDSCCommentsForDocInfo false
  /PreserveCopyPage true
  /PreserveDICMYKValues true
  /PreserveEPSInfo false
  /PreserveFlatness true
  /PreserveHalftoneInfo true
  /PreserveOPIComments false
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts true
  /TransferFunctionInfo /Remove
  /UCRandBGInfo /Preserve
  /UsePrologue false
  /ColorSettingsFile ()
  /AlwaysEmbed [ true
    /AbadiMT-CondensedLight
    /ACaslon-Italic
    /ACaslon-Regular
    /ACaslon-Semibold
    /ACaslon-SemiboldItalic
    /AdobeArabic-Bold
    /AdobeArabic-BoldItalic
    /AdobeArabic-Italic
    /AdobeArabic-Regular
    /AdobeHebrew-Bold
    /AdobeHebrew-BoldItalic
    /AdobeHebrew-Italic
    /AdobeHebrew-Regular
    /AdobeHeitiStd-Regular
    /AdobeMingStd-Light
    /AdobeMyungjoStd-Medium
    /AdobePiStd
    /AdobeSansMM
    /AdobeSerifMM
    /AdobeSongStd-Light
    /AdobeThai-Bold
    /AdobeThai-BoldItalic
    /AdobeThai-Italic
    /AdobeThai-Regular
    /AGaramond-Bold
    /AGaramond-BoldItalic
    /AGaramond-Italic
    /AGaramond-Regular
    /AGaramond-Semibold
    /AGaramond-SemiboldItalic
    /AgencyFB-Bold
    /AgencyFB-Reg
    /AGOldFace-Outline
    /AharoniBold
    /Algerian
    /Americana
    /Americana-ExtraBold
    /AndaleMono
    /AndaleMonoIPA
    /AngsanaNew
    /AngsanaNew-Bold
    /AngsanaNew-BoldItalic
    /AngsanaNew-Italic
    /AngsanaUPC
    /AngsanaUPC-Bold
    /AngsanaUPC-BoldItalic
    /AngsanaUPC-Italic
    /Anna
    /ArialAlternative
    /ArialAlternativeSymbol
    /Arial-Black
    /Arial-BlackItalic
    /Arial-BoldItalicMT
    /Arial-BoldMT
    /Arial-ItalicMT
    /ArialMT
    /ArialMT-Black
    /ArialNarrow
    /ArialNarrow-Bold
    /ArialNarrow-BoldItalic
    /ArialNarrow-Italic
    /ArialRoundedMTBold
    /ArialUnicodeMS
    /ArrusBT-Bold
    /ArrusBT-BoldItalic
    /ArrusBT-Italic
    /ArrusBT-Roman
    /AvantGarde-Book
    /AvantGarde-BookOblique
    /AvantGarde-Demi
    /AvantGarde-DemiOblique
    /AvantGardeITCbyBT-Book
    /AvantGardeITCbyBT-BookOblique
    /BakerSignet
    /BankGothicBT-Medium
    /Barmeno-Bold
    /Barmeno-ExtraBold
    /Barmeno-Medium
    /Barmeno-Regular
    /Baskerville
    /BaskervilleBE-Italic
    /BaskervilleBE-Medium
    /BaskervilleBE-MediumItalic
    /BaskervilleBE-Regular
    /Baskerville-Bold
    /Baskerville-BoldItalic
    /Baskerville-Italic
    /BaskOldFace
    /Batang
    /BatangChe
    /Bauhaus93
    /Bellevue
    /BellGothicStd-Black
    /BellGothicStd-Bold
    /BellGothicStd-Light
    /BellMT
    /BellMTBold
    /BellMTItalic
    /BerlingAntiqua-Bold
    /BerlingAntiqua-BoldItalic
    /BerlingAntiqua-Italic
    /BerlingAntiqua-Roman
    /BerlinSansFB-Bold
    /BerlinSansFBDemi-Bold
    /BerlinSansFB-Reg
    /BernardMT-Condensed
    /BernhardModernBT-Bold
    /BernhardModernBT-BoldItalic
    /BernhardModernBT-Italic
    /BernhardModernBT-Roman
    /BiffoMT
    /BinnerD
    /BinnerGothic
    /BlackadderITC-Regular
    /Blackoak
    /blex
    /blsy
    /Bodoni
    /Bodoni-Bold
    /Bodoni-BoldItalic
    /Bodoni-Italic
    /BodoniMT
    /BodoniMTBlack
    /BodoniMTBlack-Italic
    /BodoniMT-Bold
    /BodoniMT-BoldItalic
    /BodoniMTCondensed
    /BodoniMTCondensed-Bold
    /BodoniMTCondensed-BoldItalic
    /BodoniMTCondensed-Italic
    /BodoniMT-Italic
    /BodoniMTPosterCompressed
    /Bodoni-Poster
    /Bodoni-PosterCompressed
    /BookAntiqua
    /BookAntiqua-Bold
    /BookAntiqua-BoldItalic
    /BookAntiqua-Italic
    /Bookman-Demi
    /Bookman-DemiItalic
    /Bookman-Light
    /Bookman-LightItalic
    /BookmanOldStyle
    /BookmanOldStyle-Bold
    /BookmanOldStyle-BoldItalic
    /BookmanOldStyle-Italic
    /BookshelfSymbolOne-Regular
    /BookshelfSymbolSeven
    /BookshelfSymbolThree-Regular
    /BookshelfSymbolTwo-Regular
    /Botanical
    /Boton-Italic
    /Boton-Medium
    /Boton-MediumItalic
    /Boton-Regular
    /Boulevard
    /BradleyHandITC
    /Braggadocio
    /BritannicBold
    /Broadway
    /BrowalliaNew
    /BrowalliaNew-Bold
    /BrowalliaNew-BoldItalic
    /BrowalliaNew-Italic
    /BrowalliaUPC
    /BrowalliaUPC-Bold
    /BrowalliaUPC-BoldItalic
    /BrowalliaUPC-Italic
    /BrushScript
    /BrushScriptMT
    /CaflischScript-Bold
    /CaflischScript-Regular
    /Calibri
    /Calibri-Bold
    /Calibri-BoldItalic
    /Calibri-Italic
    /CalifornianFB-Bold
    /CalifornianFB-Italic
    /CalifornianFB-Reg
    /CalisMTBol
    /CalistoMT
    /CalistoMT-BoldItalic
    /CalistoMT-Italic
    /Cambria
    /Cambria-Bold
    /Cambria-BoldItalic
    /Cambria-Italic
    /CambriaMath
    /Candara
    /Candara-Bold
    /Candara-BoldItalic
    /Candara-Italic
    /Carta
    /CaslonOpenfaceBT-Regular
    /Castellar
    /CastellarMT
    /Centaur
    /Centaur-Italic
    /Century
    /CenturyGothic
    /CenturyGothic-Bold
    /CenturyGothic-BoldItalic
    /CenturyGothic-Italic
    /CenturySchL-Bold
    /CenturySchL-BoldItal
    /CenturySchL-Ital
    /CenturySchL-Roma
    /CenturySchoolbook
    /CenturySchoolbook-Bold
    /CenturySchoolbook-BoldItalic
    /CenturySchoolbook-Italic
    /CGTimes-Bold
    /CGTimes-BoldItalic
    /CGTimes-Italic
    /CGTimes-Regular
    /CharterBT-Bold
    /CharterBT-BoldItalic
    /CharterBT-Italic
    /CharterBT-Roman
    /CheltenhamITCbyBT-Bold
    /CheltenhamITCbyBT-BoldItalic
    /CheltenhamITCbyBT-Book
    /CheltenhamITCbyBT-BookItalic
    /Chiller-Regular
    /Cmb10
    /CMB10
    /Cmbsy10
    /CMBSY10
    /CMBSY5
    /CMBSY6
    /CMBSY7
    /CMBSY8
    /CMBSY9
    /Cmbx10
    /CMBX10
    /Cmbx12
    /CMBX12
    /Cmbx5
    /CMBX5
    /Cmbx6
    /CMBX6
    /Cmbx7
    /CMBX7
    /Cmbx8
    /CMBX8
    /Cmbx9
    /CMBX9
    /Cmbxsl10
    /CMBXSL10
    /Cmbxti10
    /CMBXTI10
    /Cmcsc10
    /CMCSC10
    /Cmcsc8
    /CMCSC8
    /Cmcsc9
    /CMCSC9
    /Cmdunh10
    /CMDUNH10
    /Cmex10
    /CMEX10
    /CMEX7
    /CMEX8
    /CMEX9
    /Cmff10
    /CMFF10
    /Cmfi10
    /CMFI10
    /Cmfib8
    /CMFIB8
    /Cminch
    /CMINCH
    /Cmitt10
    /CMITT10
    /Cmmi10
    /CMMI10
    /Cmmi12
    /CMMI12
    /Cmmi5
    /CMMI5
    /Cmmi6
    /CMMI6
    /Cmmi7
    /CMMI7
    /Cmmi8
    /CMMI8
    /Cmmi9
    /CMMI9
    /Cmmib10
    /CMMIB10
    /CMMIB5
    /CMMIB6
    /CMMIB7
    /CMMIB8
    /CMMIB9
    /Cmr10
    /CMR10
    /Cmr12
    /CMR12
    /Cmr17
    /CMR17
    /Cmr5
    /CMR5
    /Cmr6
    /CMR6
    /Cmr7
    /CMR7
    /Cmr8
    /CMR8
    /Cmr9
    /CMR9
    /Cmsl10
    /CMSL10
    /Cmsl12
    /CMSL12
    /Cmsl8
    /CMSL8
    /Cmsl9
    /CMSL9
    /Cmsltt10
    /CMSLTT10
    /Cmss10
    /CMSS10
    /Cmss12
    /CMSS12
    /Cmss17
    /CMSS17
    /Cmss8
    /CMSS8
    /Cmss9
    /CMSS9
    /Cmssbx10
    /CMSSBX10
    /Cmssdc10
    /CMSSDC10
    /Cmssi10
    /CMSSI10
    /Cmssi12
    /CMSSI12
    /Cmssi17
    /CMSSI17
    /Cmssi8
    /CMSSI8
    /Cmssi9
    /CMSSI9
    /Cmssq8
    /CMSSQ8
    /Cmssqi8
    /CMSSQI8
    /Cmsy10
    /CMSY10
    /Cmsy5
    /CMSY5
    /Cmsy6
    /CMSY6
    /Cmsy7
    /CMSY7
    /Cmsy8
    /CMSY8
    /Cmsy9
    /CMSY9
    /Cmtcsc10
    /CMTCSC10
    /Cmtex10
    /CMTEX10
    /Cmtex8
    /CMTEX8
    /Cmtex9
    /CMTEX9
    /Cmti10
    /CMTI10
    /Cmti12
    /CMTI12
    /Cmti7
    /CMTI7
    /Cmti8
    /CMTI8
    /Cmti9
    /CMTI9
    /Cmtt10
    /CMTT10
    /Cmtt12
    /CMTT12
    /Cmtt8
    /CMTT8
    /Cmtt9
    /CMTT9
    /Cmu10
    /CMU10
    /Cmvtt10
    /CMVTT10
    /ColonnaMT
    /Colossalis-Bold
    /ComicSansMS
    /ComicSansMS-Bold
    /Consolas
    /Consolas-Bold
    /Consolas-BoldItalic
    /Consolas-Italic
    /Constantia
    /Constantia-Bold
    /Constantia-BoldItalic
    /Constantia-Italic
    /CooperBlack
    /CopperplateGothic-Bold
    /CopperplateGothic-Light
    /Copperplate-ThirtyThreeBC
    /Corbel
    /Corbel-Bold
    /Corbel-BoldItalic
    /Corbel-Italic
    /CordiaNew
    /CordiaNew-Bold
    /CordiaNew-BoldItalic
    /CordiaNew-Italic
    /CordiaUPC
    /CordiaUPC-Bold
    /CordiaUPC-BoldItalic
    /CordiaUPC-Italic
    /Courier
    /Courier-Bold
    /Courier-BoldOblique
    /CourierNewPS-BoldItalicMT
    /CourierNewPS-BoldMT
    /CourierNewPS-ItalicMT
    /CourierNewPSMT
    /Courier-Oblique
    /CourierStd
    /CourierStd-Bold
    /CourierStd-BoldOblique
    /CourierStd-Oblique
    /CourierX-Bold
    /CourierX-BoldOblique
    /CourierX-Oblique
    /CourierX-Regular
    /CreepyRegular
    /CurlzMT
    /David-Bold
    /David-Reg
    /DavidTransparent
    /Dcb10
    /Dcbx10
    /Dcbxsl10
    /Dcbxti10
    /Dccsc10
    /Dcitt10
    /Dcr10
    /Desdemona
    /DilleniaUPC
    /DilleniaUPCBold
    /DilleniaUPCBoldItalic
    /DilleniaUPCItalic
    /Dingbats
    /DomCasual
    /Dotum
    /DotumChe
    /EdwardianScriptITC
    /Elephant-Italic
    /Elephant-Regular
    /EngraversGothicBT-Regular
    /EngraversMT
    /EraserDust
    /ErasITC-Bold
    /ErasITC-Demi
    /ErasITC-Light
    /ErasITC-Medium
    /ErieBlackPSMT
    /ErieLightPSMT
    /EriePSMT
    /EstrangeloEdessa
    /Euclid
    /Euclid-Bold
    /Euclid-BoldItalic
    /EuclidExtra
    /EuclidExtra-Bold
    /EuclidFraktur
    /EuclidFraktur-Bold
    /Euclid-Italic
    /EuclidMathOne
    /EuclidMathOne-Bold
    /EuclidMathTwo
    /EuclidMathTwo-Bold
    /EuclidSymbol
    /EuclidSymbol-Bold
    /EuclidSymbol-BoldItalic
    /EuclidSymbol-Italic
    /EucrosiaUPC
    /EucrosiaUPCBold
    /EucrosiaUPCBoldItalic
    /EucrosiaUPCItalic
    /EUEX10
    /EUEX7
    /EUEX8
    /EUEX9
    /EUFB10
    /EUFB5
    /EUFB7
    /EUFM10
    /EUFM5
    /EUFM7
    /EURB10
    /EURB5
    /EURB7
    /EURM10
    /EURM5
    /EURM7
    /EuroMono-Bold
    /EuroMono-BoldItalic
    /EuroMono-Italic
    /EuroMono-Regular
    /EuroSans-Bold
    /EuroSans-BoldItalic
    /EuroSans-Italic
    /EuroSans-Regular
    /EuroSerif-Bold
    /EuroSerif-BoldItalic
    /EuroSerif-Italic
    /EuroSerif-Regular
    /EuroSig
    /EUSB10
    /EUSB5
    /EUSB7
    /EUSM10
    /EUSM5
    /EUSM7
    /FelixTitlingMT
    /Fences
    /FencesPlain
    /FigaroMT
    /FixedMiriamTransparent
    /FootlightMTLight
    /Formata-Italic
    /Formata-Medium
    /Formata-MediumItalic
    /Formata-Regular
    /ForteMT
    /FranklinGothic-Book
    /FranklinGothic-BookItalic
    /FranklinGothic-Demi
    /FranklinGothic-DemiCond
    /FranklinGothic-DemiItalic
    /FranklinGothic-Heavy
    /FranklinGothic-HeavyItalic
    /FranklinGothicITCbyBT-Book
    /FranklinGothicITCbyBT-BookItal
    /FranklinGothicITCbyBT-Demi
    /FranklinGothicITCbyBT-DemiItal
    /FranklinGothic-Medium
    /FranklinGothic-MediumCond
    /FranklinGothic-MediumItalic
    /FrankRuehl
    /FreesiaUPC
    /FreesiaUPCBold
    /FreesiaUPCBoldItalic
    /FreesiaUPCItalic
    /FreestyleScript-Regular
    /FrenchScriptMT
    /Frutiger-Black
    /Frutiger-BlackCn
    /Frutiger-BlackItalic
    /Frutiger-Bold
    /Frutiger-BoldCn
    /Frutiger-BoldItalic
    /Frutiger-Cn
    /Frutiger-ExtraBlackCn
    /Frutiger-Italic
    /Frutiger-Light
    /Frutiger-LightCn
    /Frutiger-LightItalic
    /Frutiger-Roman
    /Frutiger-UltraBlack
    /Futura-Bold
    /Futura-BoldOblique
    /Futura-Book
    /Futura-BookOblique
    /FuturaBT-Bold
    /FuturaBT-BoldItalic
    /FuturaBT-Book
    /FuturaBT-BookItalic
    /FuturaBT-Medium
    /FuturaBT-MediumItalic
    /Futura-Light
    /Futura-LightOblique
    /GalliardITCbyBT-Bold
    /GalliardITCbyBT-BoldItalic
    /GalliardITCbyBT-Italic
    /GalliardITCbyBT-Roman
    /Garamond
    /Garamond-Bold
    /Garamond-BoldCondensed
    /Garamond-BoldCondensedItalic
    /Garamond-BoldItalic
    /Garamond-BookCondensed
    /Garamond-BookCondensedItalic
    /Garamond-Italic
    /Garamond-LightCondensed
    /Garamond-LightCondensedItalic
    /Gautami
    /GeometricSlab703BT-Light
    /GeometricSlab703BT-LightItalic
    /Georgia
    /Georgia-Bold
    /Georgia-BoldItalic
    /Georgia-Italic
    /GeorgiaRef
    /Giddyup
    /Giddyup-Thangs
    /Gigi-Regular
    /GillSans
    /GillSans-Bold
    /GillSans-BoldItalic
    /GillSans-Condensed
    /GillSans-CondensedBold
    /GillSans-Italic
    /GillSans-Light
    /GillSans-LightItalic
    /GillSansMT
    /GillSansMT-Bold
    /GillSansMT-BoldItalic
    /GillSansMT-Condensed
    /GillSansMT-ExtraCondensedBold
    /GillSansMT-Italic
    /GillSans-UltraBold
    /GillSans-UltraBoldCondensed
    /GloucesterMT-ExtraCondensed
    /Gothic-Thirteen
    /GoudyOldStyleBT-Bold
    /GoudyOldStyleBT-BoldItalic
    /GoudyOldStyleBT-Italic
    /GoudyOldStyleBT-Roman
    /GoudyOldStyleT-Bold
    /GoudyOldStyleT-Italic
    /GoudyOldStyleT-Regular
    /GoudyStout
    /GoudyTextMT-LombardicCapitals
    /GSIDefaultSymbols
    /Gulim
    /GulimChe
    /Gungsuh
    /GungsuhChe
    /Haettenschweiler
    /HarlowSolid
    /Harrington
    /Helvetica
    /Helvetica-Black
    /Helvetica-BlackOblique
    /Helvetica-Bold
    /Helvetica-BoldOblique
    /Helvetica-Condensed
    /Helvetica-Condensed-Black
    /Helvetica-Condensed-BlackObl
    /Helvetica-Condensed-Bold
    /Helvetica-Condensed-BoldObl
    /Helvetica-Condensed-Light
    /Helvetica-Condensed-LightObl
    /Helvetica-Condensed-Oblique
    /Helvetica-Fraction
    /Helvetica-Narrow
    /Helvetica-Narrow-Bold
    /Helvetica-Narrow-BoldOblique
    /Helvetica-Narrow-Oblique
    /Helvetica-Oblique
    /HighTowerText-Italic
    /HighTowerText-Reg
    /Humanist521BT-BoldCondensed
    /Humanist521BT-Light
    /Humanist521BT-LightItalic
    /Humanist521BT-RomanCondensed
    /Imago-ExtraBold
    /Impact
    /ImprintMT-Shadow
    /InformalRoman-Regular
    /IrisUPC
    /IrisUPCBold
    /IrisUPCBoldItalic
    /IrisUPCItalic
    /Ironwood
    /ItcEras-Medium
    /ItcKabel-Bold
    /ItcKabel-Book
    /ItcKabel-Demi
    /ItcKabel-Medium
    /ItcKabel-Ultra
    /JasmineUPC
    /JasmineUPC-Bold
    /JasmineUPC-BoldItalic
    /JasmineUPC-Italic
    /JoannaMT
    /JoannaMT-Italic
    /Jokerman-Regular
    /JuiceITC-Regular
    /Kartika
    /Kaufmann
    /KaufmannBT-Bold
    /KaufmannBT-Regular
    /KidTYPEPaint
    /KinoMT
    /KodchiangUPC
    /KodchiangUPC-Bold
    /KodchiangUPC-BoldItalic
    /KodchiangUPC-Italic
    /KorinnaITCbyBT-Regular
    /KozGoProVI-Medium
    /KozMinProVI-Regular
    /KristenITC-Regular
    /KunstlerScript
    /Latha
    /LatinWide
    /LetterGothic
    /LetterGothic-Bold
    /LetterGothic-BoldOblique
    /LetterGothic-BoldSlanted
    /LetterGothicMT
    /LetterGothicMT-Bold
    /LetterGothicMT-BoldOblique
    /LetterGothicMT-Oblique
    /LetterGothic-Slanted
    /LetterGothicStd
    /LetterGothicStd-Bold
    /LetterGothicStd-BoldSlanted
    /LetterGothicStd-Slanted
    /LevenimMT
    /LevenimMTBold
    /LilyUPC
    /LilyUPCBold
    /LilyUPCBoldItalic
    /LilyUPCItalic
    /Lithos-Black
    /Lithos-Regular
    /LotusWPBox-Roman
    /LotusWPIcon-Roman
    /LotusWPIntA-Roman
    /LotusWPIntB-Roman
    /LotusWPType-Roman
    /LucidaBright
    /LucidaBright-Demi
    /LucidaBright-DemiItalic
    /LucidaBright-Italic
    /LucidaCalligraphy-Italic
    /LucidaConsole
    /LucidaFax
    /LucidaFax-Demi
    /LucidaFax-DemiItalic
    /LucidaFax-Italic
    /LucidaHandwriting-Italic
    /LucidaSans
    /LucidaSans-Demi
    /LucidaSans-DemiItalic
    /LucidaSans-Italic
    /LucidaSans-Typewriter
    /LucidaSans-TypewriterBold
    /LucidaSans-TypewriterBoldOblique
    /LucidaSans-TypewriterOblique
    /LucidaSansUnicode
    /Lydian
    /Magneto-Bold
    /MaiandraGD-Regular
    /Mangal-Regular
    /Map-Symbols
    /MathA
    /MathB
    /MathC
    /Mathematica1
    /Mathematica1-Bold
    /Mathematica1Mono
    /Mathematica1Mono-Bold
    /Mathematica2
    /Mathematica2-Bold
    /Mathematica2Mono
    /Mathematica2Mono-Bold
    /Mathematica3
    /Mathematica3-Bold
    /Mathematica3Mono
    /Mathematica3Mono-Bold
    /Mathematica4
    /Mathematica4-Bold
    /Mathematica4Mono
    /Mathematica4Mono-Bold
    /Mathematica5
    /Mathematica5-Bold
    /Mathematica5Mono
    /Mathematica5Mono-Bold
    /Mathematica6
    /Mathematica6Bold
    /Mathematica6Mono
    /Mathematica6MonoBold
    /Mathematica7
    /Mathematica7Bold
    /Mathematica7Mono
    /Mathematica7MonoBold
    /MatisseITC-Regular
    /MaturaMTScriptCapitals
    /Mesquite
    /Mezz-Black
    /Mezz-Regular
    /MICR
    /MicrosoftSansSerif
    /MingLiU
    /Minion-BoldCondensed
    /Minion-BoldCondensedItalic
    /Minion-Condensed
    /Minion-CondensedItalic
    /Minion-Ornaments
    /MinionPro-Bold
    /MinionPro-BoldIt
    /MinionPro-It
    /MinionPro-Regular
    /MinionPro-Semibold
    /MinionPro-SemiboldIt
    /Miriam
    /MiriamFixed
    /MiriamTransparent
    /Mistral
    /Modern-Regular
    /MonotypeCorsiva
    /MonotypeSorts
    /MSAM10
    /MSAM5
    /MSAM6
    /MSAM7
    /MSAM8
    /MSAM9
    /MSBM10
    /MSBM5
    /MSBM6
    /MSBM7
    /MSBM8
    /MSBM9
    /MS-Gothic
    /MSHei
    /MSLineDrawPSMT
    /MS-Mincho
    /MSOutlook
    /MS-PGothic
    /MS-PMincho
    /MSReference1
    /MSReference2
    /MSReferenceSansSerif
    /MSReferenceSansSerif-Bold
    /MSReferenceSansSerif-BoldItalic
    /MSReferenceSansSerif-Italic
    /MSReferenceSerif
    /MSReferenceSerif-Bold
    /MSReferenceSerif-BoldItalic
    /MSReferenceSerif-Italic
    /MSReferenceSpecialty
    /MSSong
    /MS-UIGothic
    /MT-Extra
    /MT-Symbol
    /MT-Symbol-Italic
    /MVBoli
    /Myriad-Bold
    /Myriad-BoldItalic
    /Myriad-Italic
    /MyriadPro-Black
    /MyriadPro-BlackIt
    /MyriadPro-Bold
    /MyriadPro-BoldIt
    /MyriadPro-It
    /MyriadPro-Light
    /MyriadPro-LightIt
    /MyriadPro-Regular
    /MyriadPro-Semibold
    /MyriadPro-SemiboldIt
    /Myriad-Roman
    /Narkisim
    /NewCenturySchlbk-Bold
    /NewCenturySchlbk-BoldItalic
    /NewCenturySchlbk-Italic
    /NewCenturySchlbk-Roman
    /NewMilleniumSchlbk-BoldItalicSH
    /NewsGothic
    /NewsGothic-Bold
    /NewsGothicBT-Bold
    /NewsGothicBT-BoldItalic
    /NewsGothicBT-Italic
    /NewsGothicBT-Roman
    /NewsGothic-Condensed
    /NewsGothic-Italic
    /NewsGothicMT
    /NewsGothicMT-Bold
    /NewsGothicMT-Italic
    /NiagaraEngraved-Reg
    /NiagaraSolid-Reg
    /NimbusMonL-Bold
    /NimbusMonL-BoldObli
    /NimbusMonL-Regu
    /NimbusMonL-ReguObli
    /NimbusRomDGR-Bold
    /NimbusRomDGR-BoldItal
    /NimbusRomDGR-Regu
    /NimbusRomDGR-ReguItal
    /NimbusRomNo9L-Medi
    /NimbusRomNo9L-MediItal
    /NimbusRomNo9L-Regu
    /NimbusRomNo9L-ReguItal
    /NimbusSanL-Bold
    /NimbusSanL-BoldCond
    /NimbusSanL-BoldCondItal
    /NimbusSanL-BoldItal
    /NimbusSanL-Regu
    /NimbusSanL-ReguCond
    /NimbusSanL-ReguCondItal
    /NimbusSanL-ReguItal
    /Nimrod
    /Nimrod-Bold
    /Nimrod-BoldItalic
    /Nimrod-Italic
    /NSimSun
    /Nueva-BoldExtended
    /Nueva-BoldExtendedItalic
    /Nueva-Italic
    /Nueva-Roman
    /NuptialScript
    /OCRA
    /OCRA-Alternate
    /OCRAExtended
    /OCRB
    /OCRB-Alternate
    /OfficinaSans-Bold
    /OfficinaSans-BoldItalic
    /OfficinaSans-Book
    /OfficinaSans-BookItalic
    /OfficinaSerif-Bold
    /OfficinaSerif-BoldItalic
    /OfficinaSerif-Book
    /OfficinaSerif-BookItalic
    /OldEnglishTextMT
    /Onyx
    /OnyxBT-Regular
    /OzHandicraftBT-Roman
    /PalaceScriptMT
    /Palatino-Bold
    /Palatino-BoldItalic
    /Palatino-Italic
    /PalatinoLinotype-Bold
    /PalatinoLinotype-BoldItalic
    /PalatinoLinotype-Italic
    /PalatinoLinotype-Roman
    /Palatino-Roman
    /PapyrusPlain
    /Papyrus-Regular
    /Parchment-Regular
    /Parisian
    /ParkAvenue
    /Penumbra-SemiboldFlare
    /Penumbra-SemiboldSans
    /Penumbra-SemiboldSerif
    /PepitaMT
    /Perpetua
    /Perpetua-Bold
    /Perpetua-BoldItalic
    /Perpetua-Italic
    /PerpetuaTitlingMT-Bold
    /PerpetuaTitlingMT-Light
    /PhotinaCasualBlack
    /Playbill
    /PMingLiU
    /Poetica-SuppOrnaments
    /PoorRichard-Regular
    /PopplLaudatio-Italic
    /PopplLaudatio-Medium
    /PopplLaudatio-MediumItalic
    /PopplLaudatio-Regular
    /PrestigeElite
    /Pristina-Regular
    /PTBarnumBT-Regular
    /Raavi
    /RageItalic
    /Ravie
    /RefSpecialty
    /Ribbon131BT-Bold
    /Rockwell
    /Rockwell-Bold
    /Rockwell-BoldItalic
    /Rockwell-Condensed
    /Rockwell-CondensedBold
    /Rockwell-ExtraBold
    /Rockwell-Italic
    /Rockwell-Light
    /Rockwell-LightItalic
    /Rod
    /RodTransparent
    /RunicMT-Condensed
    /Sanvito-Light
    /Sanvito-Roman
    /ScriptC
    /ScriptMTBold
    /SegoeUI
    /SegoeUI-Bold
    /SegoeUI-BoldItalic
    /SegoeUI-Italic
    /Serpentine-BoldOblique
    /ShelleyVolanteBT-Regular
    /ShowcardGothic-Reg
    /Shruti
    /SimHei
    /SimSun
    /SimSun-PUA
    /SnapITC-Regular
    /StandardSymL
    /Stencil
    /StoneSans
    /StoneSans-Bold
    /StoneSans-BoldItalic
    /StoneSans-Italic
    /StoneSans-Semibold
    /StoneSans-SemiboldItalic
    /Stop
    /Swiss721BT-BlackExtended
    /Sylfaen
    /Symbol
    /SymbolMT
    /Tahoma
    /Tahoma-Bold
    /Tci1
    /Tci1Bold
    /Tci1BoldItalic
    /Tci1Italic
    /Tci2
    /Tci2Bold
    /Tci2BoldItalic
    /Tci2Italic
    /Tci3
    /Tci3Bold
    /Tci3BoldItalic
    /Tci3Italic
    /Tci4
    /Tci4Bold
    /Tci4BoldItalic
    /Tci4Italic
    /TechnicalItalic
    /TechnicalPlain
    /Tekton
    /Tekton-Bold
    /TektonMM
    /Tempo-HeavyCondensed
    /Tempo-HeavyCondensedItalic
    /TempusSansITC
    /Times-Bold
    /Times-BoldItalic
    /Times-BoldItalicOsF
    /Times-BoldSC
    /Times-ExtraBold
    /Times-Italic
    /Times-ItalicOsF
    /TimesNewRomanMT-ExtraBold
    /TimesNewRomanPS-BoldItalicMT
    /TimesNewRomanPS-BoldMT
    /TimesNewRomanPS-ItalicMT
    /TimesNewRomanPSMT
    /Times-Roman
    /Times-RomanSC
    /Trajan-Bold
    /Trebuchet-BoldItalic
    /TrebuchetMS
    /TrebuchetMS-Bold
    /TrebuchetMS-Italic
    /Tunga-Regular
    /TwCenMT-Bold
    /TwCenMT-BoldItalic
    /TwCenMT-Condensed
    /TwCenMT-CondensedBold
    /TwCenMT-CondensedExtraBold
    /TwCenMT-CondensedMedium
    /TwCenMT-Italic
    /TwCenMT-Regular
    /Univers-Bold
    /Univers-BoldItalic
    /UniversCondensed-Bold
    /UniversCondensed-BoldItalic
    /UniversCondensed-Medium
    /UniversCondensed-MediumItalic
    /Univers-Medium
    /Univers-MediumItalic
    /URWBookmanL-DemiBold
    /URWBookmanL-DemiBoldItal
    /URWBookmanL-Ligh
    /URWBookmanL-LighItal
    /URWChanceryL-MediItal
    /URWGothicL-Book
    /URWGothicL-BookObli
    /URWGothicL-Demi
    /URWGothicL-DemiObli
    /URWPalladioL-Bold
    /URWPalladioL-BoldItal
    /URWPalladioL-Ital
    /URWPalladioL-Roma
    /USPSBarCode
    /VAGRounded-Black
    /VAGRounded-Bold
    /VAGRounded-Light
    /VAGRounded-Thin
    /Verdana
    /Verdana-Bold
    /Verdana-BoldItalic
    /Verdana-Italic
    /VerdanaRef
    /VinerHandITC
    /Viva-BoldExtraExtended
    /Vivaldii
    /Viva-LightCondensed
    /Viva-Regular
    /VladimirScript
    /Vrinda
    /Webdings
    /Westminster
    /Willow
    /Wingdings2
    /Wingdings3
    /Wingdings-Regular
    /WNCYB10
    /WNCYI10
    /WNCYR10
    /WNCYSC10
    /WNCYSS10
    /WoodtypeOrnaments-One
    /WoodtypeOrnaments-Two
    /WP-ArabicScriptSihafa
    /WP-ArabicSihafa
    /WP-BoxDrawing
    /WP-CyrillicA
    /WP-CyrillicB
    /WP-GreekCentury
    /WP-GreekCourier
    /WP-GreekHelve
    /WP-HebrewDavid
    /WP-IconicSymbolsA
    /WP-IconicSymbolsB
    /WP-Japanese
    /WP-MathA
    /WP-MathB
    /WP-MathExtendedA
    /WP-MathExtendedB
    /WP-MultinationalAHelve
    /WP-MultinationalARoman
    /WP-MultinationalBCourier
    /WP-MultinationalBHelve
    /WP-MultinationalBRoman
    /WP-MultinationalCourier
    /WP-Phonetic
    /WPTypographicSymbols
    /XYATIP10
    /XYBSQL10
    /XYBTIP10
    /XYCIRC10
    /XYCMAT10
    /XYCMBT10
    /XYDASH10
    /XYEUAT10
    /XYEUBT10
    /ZapfChancery-MediumItalic
    /ZapfDingbats
    /ZapfHumanist601BT-Bold
    /ZapfHumanist601BT-BoldItalic
    /ZapfHumanist601BT-Demi
    /ZapfHumanist601BT-DemiItalic
    /ZapfHumanist601BT-Italic
    /ZapfHumanist601BT-Roman
    /ZWAdobeF
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /CropColorImages true
  /ColorImageMinResolution 200
  /ColorImageMinResolutionPolicy /OK
  /DownsampleColorImages true
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 300
  /ColorImageDepth -1
  /ColorImageMinDownsampleDepth 1
  /ColorImageDownsampleThreshold 2.00333
  /EncodeColorImages true
  /ColorImageFilter /DCTEncode
  /AutoFilterColorImages true
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.76
    /HSamples [2 1 1 2] /VSamples [2 1 1 2]
  >>
  /ColorImageDict <<
    /QFactor 1.30
    /HSamples [2 1 1 2] /VSamples [2 1 1 2]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 10
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 10
  >>
  /AntiAliasGrayImages false
  /CropGrayImages true
  /GrayImageMinResolution 200
  /GrayImageMinResolutionPolicy /OK
  /DownsampleGrayImages true
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 300
  /GrayImageDepth -1
  /GrayImageMinDownsampleDepth 2
  /GrayImageDownsampleThreshold 2.00333
  /EncodeGrayImages true
  /GrayImageFilter /DCTEncode
  /AutoFilterGrayImages true
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.76
    /HSamples [2 1 1 2] /VSamples [2 1 1 2]
  >>
  /GrayImageDict <<
    /QFactor 1.30
    /HSamples [2 1 1 2] /VSamples [2 1 1 2]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 10
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 10
  >>
  /AntiAliasMonoImages false
  /CropMonoImages true
  /MonoImageMinResolution 400
  /MonoImageMinResolutionPolicy /OK
  /DownsampleMonoImages true
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 600
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.00167
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /CheckCompliance [
    /None
  ]
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile (None)
  /PDFXOutputConditionIdentifier ()
  /PDFXOutputCondition ()
  /PDFXRegistryName ()
  /PDFXTrapped /False

  /CreateJDFFile false
  /Description <<

    /BGR <>
    /CHS <FEFF4f7f75288fd94e9b8bbe5b9a521b5efa7684002000410064006f006200650020005000440046002065876863900275284e8e5c4f5e55663e793a3001901a8fc775355b5090ae4ef653d190014ee553ca901a8fc756e072797f5153d15e03300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c676562535f00521b5efa768400200050004400460020658768633002>
    /CHT <FEFF4f7f752890194e9b8a2d7f6e5efa7acb7684002000410064006f006200650020005000440046002065874ef69069752865bc87a25e55986f793a3001901a904e96fb5b5090f54ef650b390014ee553ca57287db2969b7db28def4e0a767c5e03300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c4f86958b555f5df25efa7acb76840020005000440046002065874ef63002>
    /CZE <>
    /DAN <>
    /DEU <>
    /ESP <>
    /ETI <>
    /FRA <>
    /GRE <>

    /HRV <>
    /HUN <>
    /ITA <>
    /JPN <>
    /KOR <FEFFc7740020c124c815c7440020c0acc6a9d558c5ec0020d654ba740020d45cc2dc002c0020c804c7900020ba54c77c002c0020c778d130b137c5d00020ac00c7a50020c801d569d55c002000410064006f0062006500200050004400460020bb38c11cb97c0020c791c131d569b2c8b2e4002e0020c774b807ac8c0020c791c131b41c00200050004400460020bb38c11cb2940020004100630072006f0062006100740020bc0f002000410064006f00620065002000520065006100640065007200200035002e00300020c774c0c1c5d0c11c0020c5f40020c2180020c788c2b5b2c8b2e4002e>
    /LTH <>
    /LVI <>
    /NLD (Gebruik deze instellingen om Adobe PDF-documenten te maken die zijn geoptimaliseerd voor weergave op een beeldscherm, e-mail en internet. De gemaakte PDF-documenten kunnen worden geopend met Acrobat en Adobe Reader 5.0 en hoger.)
    /NOR <>
    /POL <>
    /PTB <>
    /RUM <>
    /RUS <>
    /SKY <>
    /SLV <>
    /SUO <>
    /SVE <>
    /TUR <>
    /UKR <>
    /ENU (Use these settings to create Adobe PDF documents best suited for on-screen display, e-mail, and the Internet.  Created PDF documents can be opened with Acrobat and Adobe Reader 5.0 and later.)
  >>
  /Namespace [
    (Adobe)
    (Common)
    (1.0)
  ]
  /OtherNamespaces [
    <<
      /AsReaderSpreads false
      /CropImagesToFrames true
      /ErrorControl /WarnAndContinue
      /FlattenerIgnoreSpreadOverrides false
      /IncludeGuidesGrids false
      /IncludeNonPrinting false
      /IncludeSlug false
      /Namespace [
        (Adobe)
        (InDesign)
        (4.0)
      ]
      /OmitPlacedBitmaps false
      /OmitPlacedEPS false
      /OmitPlacedPDF false
      /SimulateOverprint /Legacy
    >>
    <<
      /AddBleedMarks false
      /AddColorBars false
      /AddCropMarks false
      /AddPageInfo false
      /AddRegMarks false
      /ConvertColors /ConvertToRGB
      /DestinationProfileName (sRGB IEC61966-2.1)
      /DestinationProfileSelector /UseName
      /Downsample16BitImages true
      /FlattenerPreset <<
        /PresetSelector /MediumResolution
      >>
      /FormElements false
      /GenerateStructure false
      /IncludeBookmarks false
      /IncludeHyperlinks false
      /IncludeInteractive false
      /IncludeLayers false
      /IncludeProfiles true
      /MultimediaHandling /UseObjectSettings
      /Namespace [
        (Adobe)
        (CreativeSuite)
        (2.0)
      ]
      /PDFXOutputIntentProfileSelector /NA
      /PreserveEditing false
      /UntaggedCMYKHandling /UseDocumentProfile
      /UntaggedRGBHandling /UseDocumentProfile
      /UseDocumentBleed false
    >>
  ]
>> setdistillerparams
<<
  /HWResolution [600 600]
  /PageSize [612.000 792.000]
>> setpagedevice


